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Introduction: Electrocorticographic (ECoG) grids are placed subdurally on the cortex in people undergoing corti-
cal resection to delineate eloquent cortex. ECoG signals have high spatial and temporal resolution and thus can be
valuable for neuroscientiﬁc research. The value of these data is highest when they can be related to the cortical
anatomy. Existing methods that establish this relationship rely either on post-implantation imaging using
computed tomography (CT), magnetic resonance imaging (MRI) or X-Rays, or on intra-operative photographs.
For research purposes, it is desirable to localize ECoG electrodes on the brain anatomy even when post-operative
imaging is not available or when intra-operative photographs do not readily identify anatomical landmarks.
Methods:We developed a method to co-register ECoG electrodes to the underlying cortical anatomy using only a
pre-operative MRI, a clinical neuronavigation device (such as BrainLab VectorVision), and ﬁducial markers. To val-
idate our technique, we compared our results to data collected from six subjects who also had post-grid implanta-
tion imaging available. We compared the electrode coordinates obtained by our ﬁducial-based method to those
obtained using existing methods, which are based on co-registering pre- and post-grid implantation images.
Results: Our ﬁducial-based method agreed with the MRI–CT method to within an average of 8.24 mm (mean,
median = 7.10 mm) across 6 subjects in 3 dimensions. It showed an average discrepancy of 2.7 mm when
compared to the results of the intra-operative photograph method in a 2D coordinate system. As this method
does not require post-operative imaging such as CTs, our technique should prove useful for research in intra-
operative single-stage surgery scenarios.
To demonstrate the use of our method, we applied our method during real-time mapping of eloquent cortex
during a single-stage surgery. The results demonstrated that our method can be applied intra-operatively in
the absence of post-operative imaging to acquire ECoG signals that can be valuable for neuroscientiﬁc
investigations.
© 2014 The Authors. Published by Elsevier Inc. This is an open access article under the CC BY-NC-ND license
(http://creativecommons.org/licenses/by-nc-nd/3.0/).1. Introduction
Electrocorticographic (ECoG) signals are captured by electrode ar-
rays that are implanted directly on the surface of the brain. ECoG grids
are implanted in 20–40% of resection surgeries for brain disorders
such as epilepsy and tumors, and used to delineate eloquent cortex
(Yuan et al., 2012). They are also used in longer-term monitoringarch Institute, Sturgis Bld, Suite
. This is an open access article underprotocols to localize seizure foci. Over the past decade, an increasing
number of studies have begun to explore the value of ECoG for neurosci-
entiﬁc research (Chang et al., 2010; Crone et al., 2001, 2006; Flinker
et al., 2010; Gunduz et al., 2012; Hill et al., 2012; Kubanek et al., 2009;
Miller et al., 2007a; Pei et al., 2011; Schalk et al., 2007; Sinai et al.,
2005, 2009). In both clinical and research applications, the signiﬁcance
of ECoG data is highest when the electrode locations can be related to
the cortical anatomy. This relationship can be established using pre-
and post-operative imaging in two-stage surgeries, as performed for
pre-surgical evaluation for epilepsy resections, where a grid of elec-
trodes is implanted on the cortex in the ﬁrst surgery and is removedthe CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/3.0/).
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mon techniques to do this include (a) co-registering a pre-operative
MRI with a post-operative CT with (Dykstra et al., 2012; Hermes et al.,
2010) and without a correction for brain-shift (Grzeszczuk et al.,
1992; Sebastiano et al., 2006; Tao et al., 2009; Winkler et al., 2000);
(b) co-registering a pre-operative MRI with a post-operative MRI
(Kovalev et al., 2005; Yang et al., 2012); (c) co-registering a pre-
operative MRI with a post-operative X-Ray (Miller et al., 2007b); and
(d) estimating electrode positions directly from a post-operative MRI
via curvilinear reformatting (Schulze-Bonhage et al., 2002).
These methods have proven to be valuable, but are entirely depen-
dent on post-operative imaging. Moreover, in contrast to the typical
ECoG grids whose electrode disks are placed 10 mm apart, high-
density grids with denser packing of electrodes (inter-electrode dis-
tance of b5 mm) are increasingly being explored for improved clinical
monitoring and neuroscientiﬁc research (Kellis et al., 2010; Van
Gompel et al., 2008). Current post-operative imaging systems are typi-
cally unable to resolve individual electrodes from such densely packed
arrays. Most importantly, post-operative imaging may simply be un-
available. It may be contraindicated for clinical reasons, it may be ren-
dered useless for localization due to artifacts (Silberbusch et al., 1998),
or it may be irrelevant because the surgery in question is a single-
stage procedure during which the grid is placed only temporarily and
removed before closing.
Alternatively, some studies have used intra-operative photographs
together with pre-operative imaging, with or without post-operative
imaging (Dalal et al., 2008; Wellmer et al., 2002). However, the proce-
dure relies on the visibility and access to prominent sulcal patterns (vas-
cular landmarks) in the pre-operative photographs as well the MRI.
However, in either case, co-registration with photographs is limited by
good visibility of such anatomical landmarks through the grid. As elec-
trode density increases, the visibility of the cortex through the grid de-
creases. Sometimes, the area being operated does not have prominent
identiﬁable vascular or sulcal structures, such as in the frontal cortex
as opposed to the temporal cortex. Previous surgeries with cortical re-
section may also distort the sulcal patterns, making it challenging to
identify them on both the photograph and the MRI clearly. Moreover,
intra-operative bleeding may obstruct the view through the grid.
Thus, acquiring electrode locations for ECoG research without intra-
and post-operative imaging, in single- or two-stage operations, remains
an unmet gap.
Thus, acquiring electrode locations for ECoG research without intra-
and post-operative imaging, in single- or two-stage operations, remains
an unmet gap. Our study aims to demonstrate a link between existing
engineering methods and existing clinical tools that can be used to ﬁll
this gap. Speciﬁcally, our ﬁrst aim was to demonstrate the procedural
combination of methods that are feasible and practical for application
in ECoG research scenarios. Our second aim was to determine the prac-
tical utility of this method (e.g., as assessed by localization error) com-
pared to existing methods that are commonly used for ECoG research.
Our third aim was to assess the impact of speciﬁc parameters (such as
ﬁducial placement and number), and to quantify these in a systematic
ECoG human study in a real-world situation.
We describe a method that can be used to localize ECoG electrodes
on the cortical anatomy during single-stage procedures without requir-
ing post-operative imaging or intra-operative photographs. Ourmethod
depends on ﬁducials that allow to co-register the external coordinate
space of the surgery (where the grid is physically located on the cortex)
to the coordinate space in which a 3D cortical model is rendered from
the pre-operative MRI. A similar procedure is performed by various
neuronavigator systems such as the BrainLab VectorVision (BrainLab
AG, Feldkirchen, Germany) or theMedtronics StealthStation (Medtronic
Inc., Minneapolis MN, USA). However, these clinical stereotactic devices
may export locations in a different coordinate system from that of the
images used for research. To account for this difference, our method in-
cludes a step in which we estimate the rotation and translation of thesetwo coordinate systems. In sum, our approach can localize electrodes on
the cortical anatomy using pre-operative MRIs and intra-operative use
of a neuronavigation device. Thus, our approach greatly facilitates
ECoG research studies with patients who undergo single-stage surgical
procedures such as tumor resections, thereby allowing access to a more
variable and much larger subject population than those that receive
pre-operative and post-operative imaging (i.e. typically patients with
epilepsy). Furthermore, it has the additional beneﬁt of allowing the es-
timation of grid shifts from the time of grid placement to subsequent
monitoring. This is important, because a previous report (LaViolette
et al., 2011) has reported grid shifts by as much as 7 mm.
We validate our procedure by applying it to data from two-stage
procedures and comparing its results with the outcome of two conven-
tional methods: one that relies on post-operative imaging and another
that uses intra-operative photographs.
It should be noted that the resulting validationmetric (‘error’) is not,
strictly speaking, an error measure attributable to a single method, but
rather a discrepancy between the results of twomethods, of which the rel-
ative contributions of the two methods are unknown. Thus, this mea-
sure almost certainly reﬂects an overly pessimistic report of our
method, but in the absence of any other gold-standardmeasures for val-
idation, it is the ﬁrst step towards assessing this method. Another possi-
ble route to validating our localization method would be to assess the
functional and anatomical concordance of the signals acquired from
these intra-operatively localized electrodes. We demonstrate one such
application in the last section, in which we demonstrate the co-
registration of a high-density ECoG micro-grid.
2. Methods
2.1. Localization procedure
2.1.1. Overview
To localize electrodes on a 3-D rendering of the cortical surface, we
must map the three-dimensional coordinate system of the physical
space in which the surgery is performed to an imaging coordinate sys-
tem inwhich cortical structural information is available. Neurosurgeons
routinely do this using frameless stereotactic neuronavigation systems
such as BrainLab VectorVision or Medtronics StealthStation. These sys-
tems allow intra-operative navigation and localization of the human
cortical structures, have been extensively studied, and are approved
for clinical use. They have the capability to create a reference frame in
the external surgical coordinate system ΩS and acquire coordinates of
points in that system. They then transform these coordinates to an in-
ternal imaging coordinate system, which we will call ΩP, such that
these points can now be projected on to a 3-dimensional cortical
model obtained from pre-operative imaging scans. Once the patient's
head has been ﬁxed and its position registered with the system, the
neuronavigator can display the position of the surgical instrument rela-
tive to the brain images in ΩP in real time.
The corticalmodelmay not bemade directly available to researchers
by the neuronavigation system. Researchers must typically use addi-
tional software, such as CURRY (Compumedics, Charlotte, NC, USA) or
SPM (Wellcome Trust Centre for Neuroimaging, University College
London) to create a 3D rendering of the cortical surface from the imag-
ing data in their own coordinate system ΩQ. Unfortunately, the ΩP and
ΩQ are not necessarily (and typically are not) identical. This is because
the image selected for modeling in ΩQ (usually a pre-operative MRI)
will often be only one of multiple imagingmodalities that are combined
together in the neuronavigator. Speciﬁcally, the surgeon may require
the neuronavigator to combine CT, PET and functional MRI images, as
well as structural MRIs taken with multiple contrast and weighting
methods, all ofwhich are taken at different times at slightly different an-
gles. The neuronavigator interfaces are usually simpliﬁed, so that the
details of the precise transformations between these different imaging
spaces are not accessible or conﬁgurable. In practice, this means that
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arbitrarily rotated and translated relative to those of ΩQ.
The estimation of a rigid-body transform from one space to another
is called co-registration of the coordinate systems.We use a point-based
co-registration approach, as this has been found to be quick and reliable
and ismost commonly used among the various co-registrationmethods
(West et al., 1996). In point-based co-registration, a set of correspond-
ing points, called ﬁducials, are identiﬁed separately in each of the two
coordinate systems. These two sets of corresponding 3-dimensional co-
ordinates are used to determine the parameters of rotation, translation
and scaling transformations that can optimally align them. These trans-
formations can then be used to transform novel points acquired in the
ﬁrst coordinate system into the second coordinate systems, always
maintaining their relative spatial relationships.
A pre-requisite for our procedure is the ability to record coordinates
of arbitrary points from the neuronavigator and to retrieve their numer-
ical values afterwards. Methods for doing so vary according to the
model and version of the neuronavigation system. It may also be possi-
ble to create a formal link between the neuronavigator and an external
computer, as with BrainLab's VectorVision Link product. Alternatively, if
the neuronavigator screen reports coordinates explicitly, they may be
noted down by hand. Our researchwas conductedwithout VectorVision
Link and without the function of seeing the numerical coordinates on
the screen. However, our version of the basic VectorVision system
allowed access to coordinates inΩP via two plain text ﬁles, Logﬁle.txt
and Pointﬁle.txt. Thesewere deleted on shutdown but could be pre-
served by saving the system's current data to amemory stick or DVDbe-
fore shutting down.
Our procedure can be summarized as follows:
Before the surgery:
2.1.2 Obtain pre-operative MRI.
2.1.3 If the pre-operative MRI does not have ﬁducial markers,
obtain a pre-operative CT with ﬁducial markers.
During the surgery:
2.1.4 Register the surgical space to the neuronavigator.
2.1.5 Obtain neuronavigator coordinates for the ﬁducial
markers.
2.1.6 Obtain neuronavigator coordinates for the target electrode
locations.
After the surgery:
2.1.7 Acquire ﬁnal coordinates for the ﬁducial markers using the
neuroimaging research software.
2.1.8 Estimate the transformation from the neuronavigator sys-
tem to the ﬁnal coordinate system.
2.1.9 Transform the target electrode locations to the ﬁnal space.
2.1.10 Interpolate and project the remaining electrode positions.
These 9 steps are explained in greater detail in the following subsec-
tions (Fig. 1).
2.1.2. Pre-operative MRI
To extract the anatomical structure and render the subject-speciﬁc
3D cortical surface, a high resolution pre-operative MRI is necessary.
We acquire T1-weighted, sagittal 3D spoiled gradient echo (SPGR)
MRI images with a 1.5 T or (preferably) 3 Tmachine. The MRI is obtain-
ed for the entire brain, using a slicewidth of 1mm,with the subject held
in a ﬁxed position relative to the imaging system.
2.1.3. Fiducials
Point-based co-registration requires three or more non-collinear
stationary points that are identiﬁable in both of the spaces to be co-
registered. Errors in acquiring the precise locations of these ﬁducial loca-
tions in the two coordinate systems will result in localization errors forall points of interest. Fiducial localization errors can be detected and
quantiﬁed as discussed in Section 2.2.
It is sometimes possible to use salient anatomical features such as
the nasion, inion, and left and right pre-auricular points, and left and
right mastoids. However, since such landmarks can be localized only
imprecisely in images, this method must be expected to yield larger
co-registration errors than the use of special-purpose ﬁducial markers.
Fiducial markers are spherical capsules that are temporarily afﬁxed
to the body of the subject. They can be mounted on invasive screws
that are secured to the skull, or on stick-on plates pasted on the skin.
The capsule material is speciﬁc to the imaging modality, since it must
be safe to use in the scanner, and clearly detectable in the images
while causingminimal distortion. Themarkers show up as readily iden-
tiﬁable high-contrast dots in the image data. The size of the ﬁducial
markers should be slightly larger than the dimension of an imaging
voxel, so that the center of the marker is accurately detected and re-
solved from the scanned images.
Fiducial markers are used in our procedure both for neuronavigator
registration (i.e. co-registration ofΩSwithΩP) and for image alignment
(co-registration of ΩP with ΩQ). Although alternative methods exist for
neuronavigator registration, the use of ﬁducial markers is expected (ac-
cording to the BrainLab VectorVisionmanual) to yield themost accurate
results, according to both our edition of the BrainLab VectorVisionman-
ual and a study by Woerdeman et al. (2007) using the StealthStation.
Theﬁducial locations should bewell distributed such that they cover
the front, back, top, and both sides of the head, and placed such that
there is variation in the distances between them (Wang and Song,
2010). The absolute minimum number of ﬁducial points is 3, but it is
beneﬁcial to have a larger number, as we demonstrate in Section 3.
The ﬁducial markers must remain attached to the subject at the sur-
gery onset. This necessitates that the pre-operative imaging be per-
formed immediately prior to the surgery. For subjects where only an
older pre-operative MRI (without ﬁducial markers) is available, and
an in-house MRI will not be repeated on the day of surgery, ﬁducial
marker positions may also be captured on a high-resolution CT (1 mm
slice width, no angle, skin to skin).
2.1.4. Neuronavigator registration
The neuronavigator is a valuable tool for the surgeons in most of the
surgeries that fall within the scope of our study. It is also useful for the
researcher, since it acts as the transitional coordinate system that can
record coordinates in a clinically approved manner, and later supply
these to an external research systemwithout compromising the clinical
workﬂow.
Immediately prior to surgery, the neuronavigator must be set up
with all the most up-to-date imaging data for the patient. First, the sur-
geon adds the various multimodal imaging datasets to the neuro-
navigator system. The most accurate co-registration results require
end-to-end imaging data of good quality—i.e. high resolution,withmin-
imal headmovement and artifacts. Second, the navigator interface auto-
matically detects any ﬁducial markers and extracts their centroid
coordinates from the images. Errors can arise at this stage if the imaging
data are of low resolution, due to inaccurate detection of the ﬁducial
centroids. Third, the neuronavigator performs an automatic transforma-
tion of themultiple imaging datasets into a single coordinate systemΩP
using all the detected ﬁducials in combination with a surface or volume
matching algorithm. Such co-registration of multimodal data has been
shown to be source of an average error of approximately 2 mm (Mutic
et al., 2001).
In the operating room, once the patient's head has been ﬁxed in po-
sition for surgery, a frame of reference is established. This is performed
by attaching a reference object to the clamp that holds the subject's
head. The reference object in our study was a set of three passive reﬂec-
tive marker spheres positioned on three orthogonal axes, called a refer-
ence star. This star, which is part of the VectorVision system, reﬂects
infra-red radiation emitted by the neuronavigator camera array. The
CT           MR
(b) Fiducials: Final Imaging Coordinates
(a) Fiducials: External --> Neuronav Coordinates
(c) Electrodes: External --> Neuronav Coordinates
Estimate Transform
Apply Transform
Fig. 1. The ﬁgure shows the steps for the ﬁducial-based intra-operative electrode localization and their validation. (a) The ﬁrst step involves obtaining the x, y and z coordinates of the
ﬁducials pasted on the subjects' scalp and face. This is performedwith the help of a neuronavigator apparatus after the patient's head is ﬁxed in the stereotaxic frame for the craniotomy.
The neuronavigator is ﬁrst registered to the physical space inwhich the subject is lying. Then the neuronavigator probe is placed on eachﬁducial to acquire the coordinates in the imaging
space. (b) Next, theﬁducial coordinates in the imaging space are acquiredwith the help of subject's pre-operative images such asMRI or CT (or co-registered CT andMRI) by detecting the
visible ﬁducials. This is followed by the estimation of a transformation matrix between the physical space and the imaging space using (a) and (b). (c) Finally, to acquire the electrode
locations of a grid placed on the cortex during the surgery, the neuronavigator probe is used to obtain the coordinates of the electrodes in the physical space. Applying the transformation
matrix to these coordinates provides the electrode coordinates in the imaging space.
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navigator probe is similarly equipped with two reﬂective marker
spheres, allowing the system to track its position and orientation in
the space ΩS deﬁned by the reference, provided that the lines of sight
from both camera lenses to the spheres on the reference star and
probe are not obscured.
The neuronavigator must then be registered, i.e. it must perform the
data-gathering and ﬁtting operation that co-registers ΩS with ΩP. The
ﬁrst step is to touch the probe to the origin of the reference star.
Then, in ﬁducial-based neuronavigator registration, the neuro-
navigator prompts the surgeon to probe each of the ﬁducial locations
in turn. The measured coordinates inΩS are used to estimate the trans-
formation that maps them to the ﬁducial locations that were detected
automatically in ΩP during setup. The precision of neuronavigator co-
registration has been extensively studied, and the typical ﬁducial regis-
tration error has been found to be 1.66 mm± 0.61 mm (Kuehn et al.,
2008).
Some neuronavigation systems have alternative methods for regis-
tration. The easiest method is to use a laser scanner that automatically
samples three-dimensional coordinates of many points over bony
surfaces such as the zygomatic bone, and sends them to the neuro-
navigator, which uses a surface-matching algorithm to co-register the
points toΩP. However,we prefer to use ﬁducialmarkerswhere possible,
since our equipment performs registration more accurately usingmarkers: this has the collateral beneﬁt of making ﬁducial marker posi-
tions available for the research method discussed in this paper.
2.1.5. Neuronavigator coordinates of ﬁducials
The mapping into the ﬁnal research imaging space will require
neuronavigator coordinates {pi} for all the ﬁducial locations i= 1… n.
If the ﬁducials themselves were used for registration, then the neuro-
navigator should already have a record of their coordinates. If another
registration method was employed, then the neuronavigator probe
must now be used to record coordinates for each of the ﬁducials in
turn. Once these coordinates are obtained, the ﬁducial marker mounts
can be removed from the subject's scalp, provided the reference star
subsequently remains ﬁxed relative to the head. If the head or the refer-
ence star is re-positioned before the target electrodes are localized, the
ﬁducial coordinates must be re-acquired.
2.1.6. Neuronavigator coordinates of target electrodes
When the grid has been placed in its ﬁnal position on the cortex, the
neuronavigator probe is used to acquire coordinates inΩP for asmany of
the individual electrodes as possible. The neuronavigator registers all
these 3-D coordinates relative to the reference star and transforms
them into the ΩP coordinate system. We note these coordinates byepi  for target locations i= 1… m.
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interpolated as accurately as possible, the coordinate set should include
points from widely spaced locations (e.g. as close to the corners and
edges of the grid as possible) and these locations should not all be col-
linear. We acquire at least m = 8 electrode co-ordinates and more if
possible. It is important to make a record of the electrode label or num-
ber that corresponds to each of themeasured points in the correct chro-
nological sequence (the neuronavigator's screenshot function may help
with this).
2.1.7. Final coordinates of ﬁducials
The next step is to acquire coordinates for the ﬁducials by using neu-
roimaging software to locate them manually in the ﬁnal imaging space
ΩQ, and to extract their 3-D coordinates {qi} in the same order that
their coordinates were acquired during surgery. If ﬁducial markers are
not available directly in the pre-operative MRI, but rather in a separate
pre-operative CT, then this step requires that the CT be co-registered
to the MRI.
In our instantiation of this procedure, we used the CURRY software
package to co-register a pre-operative CT with ﬁducial markers to the
MRI. CT–MRI co-registration required manual identiﬁcation of anatom-
ical landmarks of nasion, inion, and pre-auricular points in both image
datasets: these were used as a starting point for a landmark- and vol-
ume-based algorithm that computes the transformation for aligning
the CT to the coordinate system of the MRI. This step itself, although
more accurate than a procedure based on anatomical landmarks
alone, can introduce errors: Ulin et al. (2010) report an average error
of 2 mm in CT–MRI co-registration across 45 institutions and 11 soft-
ware packages.
The procedure for manually acquiring the ﬁnal ﬁducial coordinates
was also carried out in CURRY.
2.1.8. Estimation of the rigid-body transform
The set of corresponding ﬁducial coordinates obtained from the
neuronavigation imaging system ΩP and the research imaging space
ΩQ are used to estimate a transformation matrix between these coordi-
nate spaces using rigid-body transformation.
Let the two matched sets of n ﬁducial coordinates be {pi} from ΩP
and {qi} from ΩQ, with the different ﬁducial locations being indexed
by i = 1, 2,…, n. Each pi or qi is a 3-element vector consisting of an x,
a y and a z coordinate. We want to estimate the rigid-body transforma-
tion that rotates, scales and translates the pi=[pxi, pyi, pzi]⊤ to align each
one with the corresponding qi = [qxi, qyi, qzi]⊤ in the ΩQ, preserving all
distances, maintaining the planarity of surfaces and the angles between
them. This co-registration problem can be stated as follows:
qi ¼ s Rpi þ t;
where R is the 3 × 3 rotation matrix, s is the overall scaling factor, and t
is the 3-element translation vector. The aim is to ﬁnd the s, R and t that
minimize the sum of squared distances between transformed matched
pairs, such that the R remains a valid rotation matrix where R⊤R =
RR⊤= I, where I is the identity matrix. This problem of absolute orien-
tation is usually solved by estimating the closest mapping in the least-
squares sense in the 3 dimensions. There are many approaches, many
of which use numerical methods tominimize residual errors iteratively.
Most such methods only use 3 pairs of points to solve a set of linear
equations, thereby neglecting the additional information provided
by additional points. To reduce errors, we instead use Horn's unit qua-
ternionmethod (Horn, 1987),whichhas two advantages: it can take ad-
vantage of the information inmore than 3 points, and it is a closed-form
solution that ﬁnds the global optimum and thus is not sensitive to initial
conﬁguration of the algorithm. Thismethod has been found to be robustfor 3D and 2D transformations formultiple points (Eggert et al., 1997). It
is carried out by ﬁrst constructing a positive symmetric matrix N as fol-
lows:
N ¼
Sxx þ Syy þ Szz
 
Syz−Szy Szx−Sxz Sxy−Syx
Syz−Szy Sxx−Syy−Szz
 
Sxy þ Syx Szx þ Sxz
Szx−Sxz Sxy þ Syx −Sxx þ Syy−Szz
 
Syx þ Szx
Sxy−Syx Szx þ Sxz Syx þ Szx −Sxx−Syy þ Szz
 
2
6666664
3
7777775
;
where Sxx ¼∑
n
i¼1
pxiqxi; Sxy ¼∑
n
i¼1
pxiqyi, and so on.
The unit quaternion representing the best rotation is then found
from the ﬁrst eigenvector (corresponding to the largest positive eigen-
value) of N:
v0; vx; vy; vz
h i⊤ ¼ argmax v⊤ Nv;
v∈ℝ4; vk k ¼ 1
from which we can reconstruct the optimal rotation:
R ¼
v20 þ v2x−v2y−v2z
 
2 vxvy−v0vz
 
2 vxvz þ v0vy
 
2 vyvx þ v0vz
 
v20−v
2
x þ v2y−v2z
 
2 vyvz−v0vx
 
2 vzvx þ v0vy
 
2 vzvy þ v0vx
 
v20−v
2
x−v
2
y þ v2z
 
2
6664
3
7775;
followed by the scaling and translation terms:
s ¼
Xn
i¼1 qi−qð Þ
⊤R pi−pð ÞXn
i¼1 pi−pk k
2 and t ¼ q−sRp;
wherepandqare the centroids of the two sets of coordinates,p ¼ 1n∑pi
and q ¼ 1n∑qi. In practice it is usually possible to skip the estimation of
the scaling factor and ﬁx s= 1, in cases where it is known that bothΩP
and ΩQ express coordinates in the same units (e.g. mm) and hence use
the same spatial scaling.
2.1.9. Transformation of target electrode coordinates
Each electrode coordinate epi obtained from the neuronavigator is
now transformed from the ΩP to theΩQ coordinate system using
eqi ¼ s Repi þ t
where scaling factor s, rotation matrix R and translation vector t were
found in the previous step.
2.1.10. Acquire electrode coordinates on the cortical surface
Interpolate and project electrode coordinates: The ﬁnal step in this
method was to visualize the electrode locations relative to the cortical
surface of the brain. To perform this visualization, we ﬁrst rendered
the 3D cortical surface from the pre-operative MRI. For this rendering,
we used a combination of boundary thresholding, segmentation and
surface generation tools available in the CURRY software package. An
example is shown in Fig. 2(a).
In case that not all electrode coordinates have been directly acquired
during surgery, it is possible to interpolate the remaining electrode po-
sitions. Such interpolation techniques take into account several factors
such as grid geometry, curvature of the cortical surface and the adher-
ence of the grid to the surface. However, such techniques (e.g., those
described by Dalal et al. (Dalal et al., 2008), or those include in CURRY
ver 7) introduce errors that are separate from those related to the elec-
trode localization procedure. Because the focus of our study was to
assess and validate the co-registration methodology, we acquired a set
of electrode locations per subject and determined the localization errors
of those electrodes prior to applying any interpolation or projection
methods. Thus, our assessment of accuracy focuses on errors introduced
(a) Pre-op MRI
(b) Post-op CT
Segmentation of cortical surface 
Segmentation of grid electrodes
Fig. 2. Theﬁgure describes the steps taken for co-registering the pre-operativeMRI and the post-operative CT to automatically extract the grid electrode locations from the clinical images.
(a) The cortical surface is rendered from the high resolution structural MRI images using a combination of boundary thresholding, segmentation and surface generation tools in CURRY
software. The boundaries for scalp, white matter and gray matter are also obtained here. (b) Next, the white matter boundary is overlaid on the CT images followed by segmentation
and extraction of the high contrast electrodes. The electrode coordinates are thenmanually acquired bymarking the 3Dposition of each visible electrode in CURRY software. The structural
anatomy and the isolated electrode grid are then superimposed to obtain the electrode position relative to the cortical surface.
69D. Gupta et al. / NeuroImage: Clinical 6 (2014) 64–76by the various co-registration steps and on the electrodes whose loca-
tion was explicitly acquired during the surgery.
2.2. Sources of error and methods of assessment
Even using the best possible algorithms, the transformed ﬁducial lo-
cations will not align exactly. Errors may arise from imprecision in the
physical measurement of ﬁducial locations in the surgical space ΩS.
They may also arise from inaccuracies in localizing ﬁducials in the
image data, both by the neuronavigator in ΩP and by the researcher in
ΩQ, due to image noise or the use of anatomical landmarks instead of
markers. Both forms of error are referred to in the literature as ﬁducial
localization errors or FLE.
In addition, systematic errorsmay enter the system in cases where it
is impossible to avoid small physical shifts in the relative positions of the
subject's head and the reference star, subsequent to neuronavigator
registration.
One measure of the cumulative misalignment resulting from these
sources of error is the ﬁducial registration error (FRE). We compute
the vector difference between each ﬁducial locations {qi} measured di-
rectly in pace and the corresponding coordinates {pi′} measured in ΩP
and transformed into ΩP via the estimated transform. FRE is calcu-
lated as the root mean square (RMS) of the L-2 norms of these vec-
tor differences:
FRE ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
1
n
Xn
i¼1
p0i−qi
 2
vuut ; where p0i ¼ s Rpi þ t:
However, note that FRE is a potentially overﬁttedmeasure because it
reﬂects the error of an optimization procedure on its own input data.
As such, it is likely to be an overoptimistic prediction of the likely
error when generalizing to new target positions. One telltale sign of
overﬁtting is that, as we shall see in Section 3.1, FRE decreases as the
number of ﬁducials decreases, despite the fact that we may expect the
opposite trend (to decrease errors, one must usually increase the num-
ber of data points). This explains why some previous authors found FRE
to be a poor predictor of subsequent generalization errors in target reg-
istration (Fitzpatrick et al., 1998; Seginer, 2011). To compensate for this,
we perform cross-validated (CV) tests, computing our transform on asubset of the available ﬁducials and computing the root-mean-square
(RMS) error measure on the disjoint set of unused ﬁducials. The test is
repeated for all possible training subsets of the same size, and the results
averaged. We label the corresponding RMS error metric FRECV. Note,
now, that FRECVmay be a slight underestimate of the expected general-
ization performance in localizing arbitrary targets on the skull, since its
estimation necessarily uses a number of ﬁducials that has been reduced
by at least 1, relative to the number we will eventually use for target lo-
calization. In our validation study, we assessed the inﬂuence of the
number of ﬁducials by estimating FRE and FRECV with all possible com-
binations of ﬁducial subsets having more than 3 ﬁducials.
FRECV is a measure of the error one might expect when localizing
points that are ﬁxed relative to the skull. However, the localization of
other targets of interest may suffer from further sources of error.
There is target localization error (TLE) that captures the imprecision of
the physical act of measuring target electrode locations in the surgical
space: whereas ﬁducial marker mounts are designed to accept the
neuronavigator probe in a particularly constrained manner, other tar-
gets of interest typically do not allow such precise localization. Further-
more, for targets on the cortex, an additional source of error is brain shift,
i.e. shifts in the brain's position or deformations of its shape occurring
between coordinate measurements and/or image acquisitions. Causes
of brain shift include changes in the pressure of cerebro-spinal ﬂuid
(CSF), changes in orientation of the head (and hence the direction in
which gravity acts on brain tissue) and the imposition of the weight
and bulk of the electrode grid. Therefore, we are interested in the target
registration error (TRE) computed across allm ECoG electrode targets for
which we have acquired coordinates:
TRE ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
1
m
Xm
i¼1
ep0 i−eqi
 2
vuut ; where ep0i ¼ s Repi þ t;
and we must expect different results depending on whether we are
interested in a cortical target, or in a target that is ﬁxed to the skull or
skin. Gumprecht et al. (1999) found that skull TRE could be as large as
4mm±1.4,measuring the differences between intraoperative localiza-
tion and re-localization of skull burr-holes. Ryan et al. (1996) used
point-based methods in conjunction with visible landmarks (such as
the center of a tumor) and estimated cortical TREs of 4.8 mm± 3.5.
Table 1
Clinical proﬁles of the subjects that participated in the study.
Subject Age Sex Grid/strip location Num. of electrodes
1 60 M Left parieto-occipital 35
Left temporo-occipital 6
Left occipital lateral, mesial 4, 4, 4
Left occipital frontal 6
2 26 F Left temporal 78
Left fronto-temporal 36
Left inferior temporal 4, 4
Left temporo-occipital 6
3 12 M Left fronto-temporal 63, 8
Left frontal inter-hemispheric 12, 3, 3, 4
4 16 F Right frontal 49
Right temporal strip 6, 4
Inter-hemispheric frontal 8
Occipital strip 4
5 27 M Right frontal 44
Right temporal, mesial 35, 6
Occipital strip 4
Bone screws 6
6 ⁎ M Left frontal 61
⁎ Missing.
70 D. Gupta et al. / NeuroImage: Clinical 6 (2014) 64–76Note that TRE cannot be measured directly, because we do not have
precise measurements for the ground truth eqi . Rather, we can only
measure the eqi  using some other alternative localization method.
The alternative method will introduce its own additional types of
error. Note, therefore, that TRE is not, strictly speaking, an errormeasure
attributable to a single method, but rather a discrepancy between the
results of two methods, of which the relative contributions of the two
methods are unknown. In the current study, we will use two such vali-
dationmethods: (I) a post-operative CTmethod described in Section 2.4
and (II) an interoperative photograph method described in Section 2.5.
The twomethods' idiosyncratic sources of additional error are described
in the respective sections.
We would like to highlight that in our study, the errors due to brain
shift may be quite different in the two intra-operative vs. the post-
operative situation. For example: post-surgery imagingmay be affected
by post-surgery edema; pressure on the cortex due to the combination
of grid-bone-drain tubes and gravity based adjustment after CSF leak-
age, especially as the head is positioned differently than during surgery.
On the other hand, intra-operative surgical procedures may show the
most brain shift effect due to the gravitational sinking of the brain
downwards with respect to the surgical plane as soon as the dura is re-
moved and the grid is placed on the cortex. Even though there have
been some demonstrations of successful estimation of brain shift errors
in the MR–CT method (Hermes et al., 2010), brain shift errors have not
yet been evaluated or validated for intra-operative cases. Applying the
brain shift correction only on the MR–CT method clearly does not ap-
pear to be appropriate. To establish a fair comparison, we do not apply
any method for brain shift correction to either the MR–CT method or
our ﬁducial-based method, and describe our results as-is. We expect
that applying brain shift correction on theMR–CTmethod aswell the ﬁ-
ducial method simultaneously will reduce the net discrepancy in local-
ization. In other words, the discrepancies that we report here are likely
pessimistic estimates of their true value.
To gain insight into the effects of brain shift, particular components
of TREmay also bemeasured. Although brain deformation is not always
uniform and not exclusively in the direction of gravity (Hartkens et al.,
2003; Paul et al., 2009), we hypothesized that a large component of
the brain shift error would occur in a radial direction (i.e., normal to
the cortical surface at the position of the electrode). This is because
the CSF pressure and gravity are most likely to act along this axis during
the surgery with respect to the plane of the surgery. Therefore, in our
analyses, we compute the magnitude of the radial component of TRE
aswell as the remaining tangential component (i.e., the RMSmagnitude
of the TRE vectors that had their radial component removed).
Also, for validation method II, the ﬁnal TRE is computed from a two-
dimensional projection. Therefore, in our comparison of the two valida-
tion methods, we use the same two-dimensional projection for both
validation methods before computing TRE.
Finally, an approach for assessing themagnitude of errors due to brain
shift and grid shift, while avoiding the overconﬁdence of FRE or the pessi-
mism of FRECV, is to acquire additional target locations on the skull and
their TREwith the TRE of grid targets. If bone screws are inserted to secure
the bone ﬂap when closing the craniotomy, these provide ideal ﬁxed tar-
gets for such a test. In our study, we were able to acquire the locations of
bone screws for one of our subjects. The screws were of cross-head type,
with a small cross-shaped groove that provided an accurate reference
point for placement of the navigation probe. As these screws are fastened
to the bone, they cannot be displaced. Also, the deformation of the skull
bone should be onlyminuscule. Thus, we hypothesized that a cortical de-
formation, where the grid tends to sink unpredictably, would affect the
transformed grid coordinates more than the transformed screw coordi-
nates. The difference between the grid and screw coordinate localization
errors could then be used for compensating the translational error in the
direction of gravity.We tested this hypothesis by acquiring the 3D coordi-
nates of 6 bone screws during the grid implantation surgery and in the
post-operative CT images (see Fig. 5(a)).2.3. Validation methods
2.3.1. Human subjects
Thedata used for this study included six patientswith drug-resistant
epilepsy who were candidates for resective surgery for epilepsy. The
subjects were recruited, with informed consent, at the Epilepsy Moni-
toring Unit at Albany Medical Center (AMC) in Albany, New York. As
part of their clinical evaluation and surgical planning, subdural elec-
trodeswere temporarily implanted for a fewdays to allow the clinicians
to localize the seizure focus and to delineate eloquent cortex. Electrodes
were of 4mmdiameter (2.3mmexposed surface) embedded in a trans-
parent silastic material with an inter-electrode distance of 10 mm. All
data were collected with approval by the Institutional Review Board of
AMC. A brief clinical proﬁle of the subjects is given in Table 1.2.3.2. Acquisition of validation data
Pre-operative MRI scans were available for all patients, but were
taken before the day of the operation and did not include ﬁducial
markers.
Our method will provide optimal beneﬁt if no post-operative imag-
ing is available. However, to be able to validate ourmethod,we included
only patients in our studywhounderwent a two-stage procedurewith a
grid-implantation and who had both pre- and post-operative CT imag-
ing. The pre-operative CT included ﬁducial markers for the purpose of
neuronavigator registration, as described in the procedure above.
Post-operative CT imagingwas performedwithin 24 h of grid implanta-
tion to verify the grid location after closing and to check for edema. Like
the pre-operative CT, it was taken skin-to-skin with 1 mm slice width
and no angle.
As part of a second validation method, two photographs were taken
during the surgery. The ﬁrst photo captured the cortical surface where
the grid was about to be placed, with a clear view of the vasculature,
sulcal patterns, and craniotomy edges. The second photo captured the
same area but with the grid placed on the cortical surface, such that
the underlying cortical and vasculature patterns were visible through
the grid. Where the constraints of the surgery allowed it, we used the
OPMI Pentero surgical microscope (Carl Zeiss Meditec, Inc., USA) to en-
sure that the two photographs were of high resolution and taken from
the same position and angle. In other cases, we used a handheld camera
and replicated the angle as closely as possible.
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Localization with a pre-operative MRI and a post-operative CT has
been demonstrated in several studies (Dykstra et al., 2012; Grzeszczuk
et al., 1992; Hermes et al., 2010; Sebastiano et al., 2006; Tao et al.,
2009; Winkler et al., 2000). In our implementation, the post-operative
CT showing the implanted grid was co-registered to the pre-operative
MRI using the same procedure described in Section 2.1.7.
The 3D structure of the gridwas then rendered following thresholding
of the CT by importing the skin and bone boundaries detected in the
co-registered MRI followed by segmentation of the CT volume with
thresholding to isolate only the grid. Example results of this rendering
process are shown in Fig. 2(b).
The 3D coordinates of the target electrodes are then acquiredmanual-
ly and saved for validation.
In addition to the brain-shift error discussed in Section 2.2,
this method can be expected to introduce errors from imperfect co-
registration of the post-operative CT and MRI, from imprecise 3-D ren-
dering of electrodes (particularly if the grid is dense, because the elec-
trode volumes tend to merge), and from imprecise manual acquisition
of the electrode coordinates. Furthermore, in rare cases the grid may
shift in transit between the OR and the CT due to gravity or due to ten-
sion in its cables. Finally, post-surgical edema may cause an additional
component of brain shift, above and beyond the brain shift that occurs
between the pre-operative MRI and the OR.
2.5. Validation II (intra-operative photograph method)
Localization by pre-operative MRI and intra-operative photographs
has also been investigated by a number of authors, such as Dalal et al.
(2008), Wellmer et al. (2002), and Hermes et al. (2010). As described
in these methods, ﬁrst we highlighted the vasculature and craniotomy
boundary on the intra-operative digital photograph that displayed the
exposed cortical surface before grid placement, see Fig. 3 panels
(a) and (c). Next, we highlighted the grid, visible vasculature and crani-
otomy boundary on the second intra-operative photograph, obtained
after grid placement, as shown in panels (b) and (d). Then,wemanually
merged the 2 photographswith the highlighted structures resulting in a
clearer view of the grid and the underlying patterns, as shown in panel
(e). If the photographs were not taken from the same ﬁxed camera
position and angle, we manipulated the photographs in a non-rigid
manner. The editing was performed in Adobe Photoshop (Adobe Sys-
tems, Inc., USA). Then, we rendered the 3D cortical model from the
pre-operative MRI, as described in Section 2.1.10. Next, we highlighted
the sulcal patterns (generally known to coincide with themain vascula-
ture patterns) at the known craniotomy location on this 3D anatomical
structure, shown in panel (f).Weprojected the electrodes localized by the
previous twomethods on to this structure as well. Finally, we aligned the
view of the 3D cortical surface with the superimposed image of the grid
and cortical structures, using prominent anatomical landmarks such as
the Sylvian ﬁssure or other discernible sulcal and vasculature patterns
(h). We quantiﬁed the discrepancy between the localized electrode coor-
dinates using the two-dimensional Euclidean norm.
In addition to the brain-shift error discussed in Section 2.2, this
method can be expected to introduce errors from imperfect volume re-
construction of theMRI, frommanual error inmatching the 2D image to
the MRI rendering, and from manual error in matching the 2D “before”
image to the 2D “after” image (particularly when the electrode grid is
dense, or when it is placed in a region in which vascular landmarks
can not readily be identiﬁed).
3. Results
The subdural ECoG grid electrodes were localized for the 6 subjects
using our procedure, and validated with the commonly used techniques
of MRI–CT co-registration as well as intra-operative photograph method.The upper panels of Fig. 4 show the 3D rendered cortex models of the 6
subjects, together with estimated target locations from our point-based
procedure (green) and those of validation method I, the MR–CT method
of Section 2.4 (red). Qualitatively, the two sets of coordinates can be
seen to be in close agreement. Quantitative results are plotted in the bot-
tom two panels of the ﬁgure.
3.1. Validation results: scalp and skull targets
We estimate the inherent error of the point-based registration
method using the FRE and FRECV error metrics as described in
section 2.2. The bars in panel (a) on the lower right of Fig. 4 show FRE
and FRECV as a function of number of ﬁducials used for transform esti-
mation. Each blue bar shows an average FRE, computed for each possi-
ble ﬁducial subset of a given size, then averaged across subsets, then
averaged across subjects. We can see that FRE increases as a function
of the number of ﬁducials, as it becomes harder for the optimization
procedure to learn the set of ﬁducials exactly. This is to be expected
when reporting an optimization algorithm's loss metric computed on
its own training set, and is not indicative of generalization performance.
The red bars show FRECV: each red bar was computed by taking all pos-
sibleﬁducial subsets of a given size, and then, for each subset, evaluating
FRECV by training on that subset and testing on the remaining available
ﬁducials. The FRECV values were then averaged per-subject across all
subsets, and then averaged across subjects. In contrast to FRE, FRECV de-
creases as the number of ﬁducials increases. These results demonstrate
that the application of the transform improves on unseen targets as an
increasing number of ﬁducials are used in estimation of transformation
parameters. FRE and FRECV appear to converge at slightly more than
2 mm. Using all but one ﬁducial for each subject (two of our subjects
had as many as 10 ﬁducials), the leave-one-out FRECV was 2.39 mm
on average across subjects. The qualitative trends, as well as the numer-
ical value of this estimate of the intrinsic imprecision of point-based reg-
istration, are very similar to the results reported by Kwartowitz et al.
(2006).
3.2. Validation results: cortical targets
The TRE, reﬂecting the discrepancy between our method and the
MR–CT grid coordinate localization results, is much larger than the
FRE, as shown in panel (b) at the bottom right of Fig. 4. Mean FRECV
and TRE across subjects were computed using as many ﬁducials as
possible for each subject, and these are shown as total error, and then
broken down into radial and non-radial components. We also note
that, on average across the subjects, TRE changed only very slightly
(from 8.4 mm to 8.25 mm) as the number of ﬁducials increased from
3 to 7 (results not shown). Taken together with the large difference be-
tween TRE and FRECV values, this suggests that the majority of our TRE
does not come from ﬁducial localization error or from inaccuracies of
registering ﬁxed points in general, but rather from problems in localiz-
ing targets on the cortical grid—with the associated problems of target
localization error and brain shift. Furthermore, note that TRE is not
dominated by the radial component (total TRE has a mean of 8.24 mm
and a median of 7.10 mm across subjects, whereas radial TRE has
mean 4.76 mm and median 3.49 mm). This suggests that the problem
does not purely come from intraoperative brain shift in the direction
of gravity. It may be due to reference-frame shift during the operation,
due to errors introduced in the MR–CT method used for validation, or
due to errors in the proposed ﬁducial method.
The use of bone screws provided a further opportunity to diagnose
sources of error in subject 5. With this subject, we achieved a leave-
one-out FRECV of 2.67 mm. We also estimated the radial components
of localization error for electrodes placed on the cortex (affected by
brain shift) vs. screws on the bone (not affected by brain shift). The
bone screws showed a smaller radial localization error of 1.26 mm as
compared to the grid electrodes' radial localization error of 4.48 mm,
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Fig. 3. Localization of grid electrodes using intra-operative photographs. (a) Photograph of the exposed cortical surface taken before the grid is placed. (b) Photograph of the same surface
after the grid has been placed. (c, d, e) Cortical surface and grid with highlighted vasculature and grid electrodes, nonlinearly rotated followed by their superimposition. (f) Prominent
sulcal patterns marked on the 3D cortical surface (cortex was reconstructed from the pre-operative MRI). (g) Grid electrodes whose coordinates were acquired intra-operatively.
(h) Intra-operative photographs of the grid (matched to the cortical surface) superimposed on the 3D cortical surface, allowing the measurement of electrode localization discrepancy
using the three localization techniques.
72 D. Gupta et al. / NeuroImage: Clinical 6 (2014) 64–76in the same subject and during the same procedures. In comparison to
the MR–CT validation method, the TRE for 6 bone screws (5.90 mm)
was less than the TRE for 10 cortical targets (9.04 mm), but it is still
more than double the error we experience when localizing ﬁducials
based on other ﬁducials. Both screw and electrode targets are suscepti-
ble to errors in the MR–CT method itself, and to shifts in the surgical
reference frame following neuronavigator registration, whereas only the
electrodes are susceptible to brain shift and grid shift. Thus, the use of
bone screws for estimating localization errors provides an estimate of
the relative contributions of the different error sources. The screw posi-
tions are shown in Fig. 5. Note that the small bone screw errors appear
to be in a consistent posterior–inferior direction, whereas the grid target
errors appear to be in a consistent anterior–inferior direction. The most
likely interpretation of this is that errors common to both target types
(either from reference-frame shift or from errors endemic to the MR–CT
validation method) caused the systematic posterior–inferior error for
this subject; a combination brain shift and grid shift may then have
added an anterior-directed component to this error vector.
In Fig. 6, we plot our estimates of the discrepancy in localization be-
tween our point-based method and the intra-operative photographmethod (validation method II), as well as the MR–CT method (validation
method I). Errors for the photographic method must be computed on a
two-dimensional projection. Because their magnitudes are different,
they cannot readily be compared with errors estimated from 3D models
in Fig. 4. Therefore, tomake a fair comparisonwith othermethods,we ob-
tained 2-D projected coordinates for our point-based method as well as
for the MR–CT validation method, and computed TRE values between
all pairs of methods in this coordinate system. To obtain the 2D coordi-
nates from the electrodes projected on a 3D cortex, we ﬁrst project both
the ﬁducial-localized electrodes and the MR–CT localized electrodes
onto the 3D cortex. We then orient the 3D cortex such that it matches
the intra-operative photograph section in scale and orientation. We fur-
ther align the cortex with the photograph using anatomical/structural
landmarks, as depicted in Fig. 3. Once they are aligned, we obtain the x
and y coordinate positions of the electrodes on the photograph and the
electrode positions of both – the MR–CT as well as the ﬁducial based
electrodes – from the aligned 3D cortex. This allows us to compare the
discrepancy among the three groups as shown in Fig. 6.
On this scale, agreement between our method and the photo
method was 2.7 mm ± 0.7 (mean ± standard deviation across
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Fig. 4. Upper panel: 3D cortical surfaces of the subjects reconstructed by their individual pre-operative MRI images. Red spheres: the grid electrode positions that were probed during the
surgery. Green spheres: the electrode positions localized with our ﬁducial-based technique. Gray spheres: the grid extracted with the pre-operative MRI and post-operative CT
co-registration procedure. Lower panel: 3D errors. (a) The RMS of ﬁducial registration error (FRE, blue) and the cross-validated ﬁducial-as-target error (FRECV, green), averaged across
all subjects, as a function of thenumber of ﬁducials used. Panel (b) shows the comparison between FRECV in green (estimated onﬁducials using a leave-one-out procedure for each subject)
and thediscrepancies (TRE) between our point-basedmethod and theMR–CT validationmethod, in gray.Mean± standard error across subjects is shown for total error, and separately for
just the radial and non-radial components of the error.
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was 3.73 mm ± 2.4, and agreement between the two validation
methods (photo and MR–CT) was 3.1 mm ± 1.9. The ﬁgure shows
the three types of discrepancy for each subject. It should be noted
that, for the two subjects in which our point-based method has
the largest TRE relative to MR–CT coordinates, the two validation
methods also diverge to a large extent from each other. This may
be a further indication that the MR–CT validation method is itself in-
troducing a large proportion of the error into our assessment.3.3. Application: intra-operative localization of micro-grid
Finally, we demonstrate an application of this method in a single-
stage surgery where no post-operative imaging was available. The sub-
ject, subject number 6 from the above dataset, had undergone a routine
two-stage ECoG monitoring with a 64-channel grid (see panel 6 in
Fig. 4). However, during the second surgery, additional functional map-
ping was performed using a high-resolution micro-grid. The electrodesof the smaller grid were localized and validated as described in the
previous sections.
Fig. 7(a) shows electrode positions on the 64-channel macro-grid
that had been implanted at the beginning of the monitoring period
(blue spheres). The macro-grid was removed, the micro-grid was
placed and its electrodes were acquired in the ΩP and ΩQ. Target
positions on the micro-grid, acquired as described in Section 2.1.6, are
shown in red.
Fig. 7(b) shows the results of passive functional mapping using
auditorily-cued verb generation and the SIGFRIED method (Brunner
et al., 2009; Schalk et al., 2008). The blue circles represent results from
a mapping session performed during the monitoring period. Signiﬁ-
cance of task-related activation in the gamma band (70–170 Hz),
reﬂected by the size and lightness of the circle at each electrode posi-
tion. Thesemaps indicate cortical areas under three electrodes in Broca's
Area (Brodmann Area 44–45) that are involved in verb generation. The
red circles show the results from the same task, repeated intraopera-
tively using the micro-grid (circle sizes are not on the same scale for
the two grids). It can be seen that the electrodes in the micro-grid that
CT
Bone Screws  in Research Space
Bone Screws Transformed
Grid in Research Space
Grid Transformed
(a)
(b)
Fig. 5. (a) Bone screw points as shown on the CT, as acquired by theMRI–CTmethod (orange) and after application of the ﬁducial-based transform (blue); (b) grid electrodes as shown on
the intra-operative photograph, as acquired by the MRI–CT method (orange) and after application of the ﬁducial based transform (red).
74 D. Gupta et al. / NeuroImage: Clinical 6 (2014) 64–76show signiﬁcant activations during verb generation are largely in the
area where the electrodes from the macro-grid show task related acti-
vations for the same task. Moreover, the micro-grid further delineates
eloquent areas within the inter-electrode cortical areas where the
macro-grid fails to capture any information. This concordance of the
functional mapping, with increased resolution, illustrates the way in
which our localization method can provide increased detail in register-
ing function and anatomy in cases where resolution would otherwise
be limited by the large inter-electrode spacing of the grid (1 cm).
Higher-resolution coverage of a large spatial area with high-density
grids would be ideal for clinical and research purposes to map cortical1 2 3 4
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Fig. 6. Validation results: 2D projected localization discrepancies between our point-based gri
tween our method and the MRI–CT based localization of validation method I, (gray), and bet
3.16 mm, respectively.functions more precisely. In summary, our ﬁducial-based grid localiza-
tion method allowed us to localize the electrodes of this micro-grid,
which was only available intraoperatively and was too dense to make
underlying anatomical landmarks visible.
4. Discussion
ECoG grids are routinely placed subdurally on the cortex in people
with epilepsy to delineate cortical areas involved in seizures or function.
These grids provide exceptional opportunities for neuroscientiﬁc
research, because they detect signals from the brain at high spatial5 6 Mean
jects
Photo method − Fiducial method
MR CT method − Fiducial method
MR CT method − Photo method
d electrode localization and the photograph-based localization of method II (purple), be-
ween the two validation methods (green). The average errors are 2.7 mm, 3.72 mm and
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Fig. 7. (a) Stage 1: Functionalmapping for verb generation performed using the SIGFRIEDmethod using recordings from amacro-grid (inter-electrode distance of 1 cm) placed subdurally
for monitoring epileptic seizures. (b) Stage 2: Functional mapping for verb generation performedwith amicro-grid (inter-electrode distance of 3mm) placed subdurally during an awake
craniotomy. The red circles on SIGFRIED maps represent task-related activations in the gamma band (70–170 Hz). The size and color of each circle indicate the magnitude of the effect.
75D. Gupta et al. / NeuroImage: Clinical 6 (2014) 64–76and temporal resolution. Relating these signals to the underlying anato-
my requires co-registering the location of the electrodes to the location
of the anatomy. Existing methods that support this co-registration use
pre-operative magnetic resonance imaging (MRI), which captures the
cortical anatomy, and post-operative computerized tomography (CT),
or X-Rays that capture the electrode locations. However, when ECoG
grids are not implanted but only temporarily placed during a surgery,
there is no post-operative imaging that includes the grid. Other existing
methods make use of intra-operative photographs, but they require a
great deal of manual adjustment (with results varyingwidely according
to the researcher's skill and time invested). They also require that the
electrodes be visually related to the underlying anatomy, which can
be difﬁcult or even impossible (e.g. with high-density grids). These
limitations of existing localization techniques limit the potential value
of the interpretation of ECoG signals collected during single-stage
surgeries.
The existing method that co-registers a pre-operative MRI with a
post-operative CT is affected by the errors in MRI and CT imaging, vol-
ume reconstruction, interpolation artifacts, segmentation thresholds,
deformation and grid shift. In surgeries that involve a craniotomy, it is
also not uncommon for brain deformation to take place by the time
the dura is closed and the patient is taken for post-operative imaging
(Hartkens et al., 2003). Unpredictable, non-uniform shifts, as high as
20mmhave been observed (Hartkens et al., 2003). A number of reasons
may cause such deformations, such as CSF leakage, post-operative trau-
ma, gravity, cortex receding from the bone, and pressure exerted by the
grid (Etame et al., 2011). Consequently, the cortical boundary imaged
with a pre-operative MRI may not accurately match that obtained
using a post-operative CT. This increases the discrepancy between the
electrodes localized intra-operatively with the ﬁducial-based method
and one that used a pre-operative MRI and post-operative CT. Grid
localization errors of 6 mm or more are not uncommon (Hastreiter
et al., 2004).
Such a discrepancy can be measured to a certain extent by either
disregarding the component of discrepancy that is in the direction of
the gravity or by using ﬁxed ﬁducials where the ﬁducials themselves,
or the surface on which they are placed, cannot vary. We explored
both these variations in order to ascertain the minimal intrinsic errors
of the ﬁducial based method. First, we assessed the radial error by esti-
mating the component of TRE that was normal to the surface of the grid
(and the cortical surface), as the grid and cortical surface is perpendicu-
lar to the direction of gravity during surgery. We then assessed thelocalization error for the ﬁxed ﬁducials (i.e., the screws) by acquiring
the 3D coordinates of bone screws that the surgeon secured to the
bone for replacing the bone ﬂap. As expected, the screws showed a
smaller radial error than the cortical grid targets. All point coordinates
are measured with reference to the center of the brain, i.e., the junction
of the AC–PC line and the midline.
In three dimensions, the intrinsic error of the method for localizing
ﬁxed (scalp- or skull-mounted) targets was estimated to around
2.4 mm, averaged across our 6 subjects, and our method agreed with a
method based on post-operative CTmethod towithin 8.24mmon aver-
age. In a two-dimensional projection, our method agreed with manual
registration of intra-operative digital photographs to within 2.72 mm
on average. As discussed, these discrepancies include the endogenous
errors of each of the methods.
Furthermore, some electrodes can also get pushed under the dura
and become inaccessible to direct navigation during the surgery. To ex-
tract the coordinates of these electrodes, one can use the grid geometry
and the curvature of the cortical surface to interpolate the inaccessible
electrode positions (Dalal et al., 2008). We only validated the localiza-
tion accuracy of electrodes that can be probed during the surgery,
i.e., electrodes that are within the trepanation. In case it is necessary
to recover the entire grid (i.e., not only electrodes that were sampled,
but also others), it is necessary to interpolate those additional electrode
locations. Because the accuracy of this interpolation step depends
strongly on a number of different factors (such as number and nature
of sampled electrodes and degree of brain curvature), we recommend
to sample as many electrodes as possible, in particular alternate grid
corner, or complete squares.
It should be noted that our ﬁducial-based method does not speciﬁ-
cally rely on commercial software (such as CURRY) for co-registration
and extracting coordinates. Co-registration and coordinate extraction
functionality is also readily available in open-source software such as
SPM (http://www.ﬁl.ion.ucl.ac.uk/spm/).
In summary, we developed and validated a point-based method
using ﬁducial markers to co-register ECoG electrodes to the underlying
cortical anatomy when post-operative imaging is not available, such as
during single-stage intra-operative studies. Our procedure should prove
useful for research using ECoG data collected during single-stage intra-
operative scenarios. It will provide maximal beneﬁt in situations in
which post-operative imaging is not available or is not useful (e.g. intra-
operative photographs that do not readily show the relationship be-
tween anatomical landmarks and electrode locations). This method
76 D. Gupta et al. / NeuroImage: Clinical 6 (2014) 64–76can also be integratedwith real-timemapping tools that can help to de-
lineate the eloquent cortex at a much higher spatial resolution during
the surgery.
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